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ABSTRACT

P1640 calibrator is a wavefront sensor working with the P1640 coronagraph and the Palomar 3000 actuator
adaptive optics system (P3K) at the Palomar 200 inch Hale telescope. It measures the wavefront by interfering
post-coronagraph light with a reference beam formed by low-pass filtering the blocked light from the coronagraph
focal plane mask. The P1640 instrument has a similar architecture to the Gemini Planet Imager (GPI) and its
performance is currently limited by the quasi-static speckles due to non-common path wavefront errors, which
comes from the non-common path for the light to arrive at the AO wavefront sensor and the coronagraph mask.
By measuring the wavefront after the coronagraph mask, the non-common path wavefront error can be estimated
and corrected by feeding back the error signal to the deformable mirror (DM) of the P3K AO system. Here, we
present a first order wavefront estimation algorithm and an instrument calibration scheme used in experiments
done recently at Palomar observatory. We calibrate the P1640 calibrator by measuring its responses to poking
DM actuators with a sparse checkerboard pattern at different amplitudes. The calibration yields a complex
normalization factor for wavefront estimation and establishes the registration of the DM actuators at the pupil
camera of the P1640 calibrator, necessary for wavefront correction. Improvement of imaging quality after feeding
back the wavefront correction to the AO system demonstrated the efficacy of the algorithm. (©Copyright 2012.
All rights reserved.

1. INTRODUCTION

High contrast imaging is a powerful way to detect and characterize exoplanets. The quality of high contrast
images depends critically on the quality of wavefront. This is especially true for coronagraphy, which is designed
for a nominal ideal wavefront. To achieve a wavefront with low aberrations, the P1640 project uses the state of
art Palomar 3000 actuator adaptive optics (P3K AO) to actively compensate wavefront errors due to atmosphere
as well as the imperfect optics in the telescope. While the high contrast imaging system relies crucially on the
performance of the AO system, a perfect AO system, however, does not guarantee best performance of the
coronagraphy because the AO system controls the wavefront to minimize the wavefront error at the wavefront
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Figure 1. A functional sketch of the P1640 high contrast imaging system, which includes the P3K AO system, P1640
Apodized Lyot Coronagraph system, and the P1640 Calibrator.

sensor of the AO system while the performance of the coronagraph imaging system is mainly determined by
the quality of the wavefront at just before the coronagraph mask. It is this differential paths for the light to
propagate to the AO wavefront sensor and to the coronagraph mask that produces the non-common path error.
The non-common path wavefront errors lead to quasi-static speckles that is currently limiting the performance
of P1640 coronagraph.

To sense the non-common path error, P1640 Calibrator, a wavefront sensor based on Michelson interferometry,
has been developed at the Jet Propulsion Laboratory. It measures the wavefront by interfering post-coronagraph
E-field with a reference beam formed by low-pass filtering the light blocked by the coronagraph mask.! Fig. 1
shows a functional sketch of the P1640 high contrast imaging system, which uses an architecture similar to that
of the Gemini Planet Imager (GPI).2 For more detailed descriptions of P1640, see references.?*

The input beam can be from the telescope or an internal source for experimenting. It is first reflected by the
deformable mirror (DM, at the top left), with part of the light split into the AO wavefront sensor, goes through
an apodized pupil mask, and is then focused on to a focal plane coronagraph mask where the “blocked” light leaks
through the hole and the reflected light goes to the science instrument, an integral field spectrograph(IFS).%3
The apodized pupil mask tapers the beam amplitude at pupil to maximize the encircled energy in the hole of
the focal plane mask and thus improve the coronagraph performance.® Before reaching the IFS, a beam splitter
partitions part of the light for the P1640 Calibrator to measure the post-coronagraph E-field using interferometry.
We call this beam science beam. The light leaking through the hole of the focal plane coronagraph mask is further
low-passed using a pinhole to form a reference beam. The two beams are combined at the beam combiner before
entering the Calibrator pupil camera. A phase modulation is introduced to the reference arm for measuring the
interference fringes at a pupil after the coronagraph focal plane mask, which we shall call Calibrator pupil, at
which the detector of Calibrator pupil camera is located. These fringes are used to estimate the post-coronagraph
E-field and to further infer the aberrations before the coronagraph.

In this paper, we describe the algorithms for estimating wavefront using the fringe measurements from the



P1640 Calibrator. We also describe how we calibrate the P1640 Calibrator to facilitate the wavefront estimation.
The P1640 Calibrator uses the conventional ABCD 4-bin staircase modulation to measure the fringes, which
are then converted to a map of phasors over the Calibrator pupil. Our instrument calibration estimates the
proper normalization for converting the phasor map to an estimate of the wavefront. The estimated wavefront
is natively in the Calibrator pupil coordinate, indexed by the Calibrator camera pixels. To feedback a wavefront
correction generated based on Calibrator measurements to the DM, we need to register the DM actuators at
the Calibrator pupil. We establish this registration by relating the response measured in Calibrator pupil when
poking the DM actuators in a sparse checkerboard pattern. An affine relation is then estimated to model the
transformation between the DM and Calibrator pupils. The response to sparse checkerboard pattern poking also
enables to estimate a low order phase that captures misalignment between the reference science beam because
we know the poking pattern is a wavefront pattern in phase (not amplitude). With the proper calibration, we
are able to estimate the wavefront aberrations using the fringe measurements. As we iteratively send the derived
corrections for compensating the phase errors to the DM in AO system, the estimated wavefront errors get
smaller and we observe the improvement of the image quality. This demonstrates the efficacy of the wavefront
sensing capability, the estimation algorithm, and the feedback control loop.

2. BASIC MODEL

The fringe measurements from the calibrator camera is described by intensity maps I(z,y) labeled by pupil
camera pixel index (z,y),

I(z,y) = |Eret(w,y)exp(if) + Esi(w, y)|2
Ircf + Isci + 2%{Esci($7 y)Ercf(xy y)* exp(—z@)} ) (1)

where Eef(z,y) and Eyi(z,y) are E-fields at the Calibrator pupil from reference and science beams respectively.
The asterisk represents complex conjugate. 6 is the phase introduced by the phase modulation. Intensities of
reference and science beams, Lot (z,y) and Isi(x,y) are given by

Ircf(xyy) = |Ercf(xyy)|27 Isci(xyy) = |Esci(xyy)|2- (2)

We adopt a staircase 4-bin modulation to obtain the conventional A,B,C,D measurements® by periodically setting
0 to be 0,7/2,m,3w/2. Fig. 2 shows a typical set of four frames measured by the P1640 Calibrator camera. With
A B,C,D measurements, it is convenient to define phasors ®(x,y) as

P(z,y) = i [(A=C)+i(B = D)] = Ei(w,y) Eret (z,y)", (3)

where the second equality can be justified by plugging in corresponding values of 6 for A, B, C, D frames in
Eq. (1) and carrying out some standard algebraic derivations.

The design of the coronagraph does a high pass filtering in the science beam as the coronagraph mask reflects
only light over a disk larger than an angular size of 2.7\/D, where D = 5m is the diameter of the telescope and A
is the effective wavelength at the center of the passband (H-band,about 1650nm) of P1640 Calibrator. Therefore,
the science beam E-field Eg.i(z,y) contains only the high spatial frequency portion of the input E-field of the
coronagraph. It is convenient to use the pupil where DM resides as the input pupil.

To estimate wavefront at the DM pupil, we write the E-field at the DM as

Ei(z,y) = Eo(1 + €;(2,y)) exp [id (z,y)] (4)

€;(x,y) and ¢;(z,y) are the amplitude and phase errors describing the wavefront aberration. It is convenient to
decomposite the amplitude error and phase error according the their spatial frequencies into low (k| <= 2.7/D)
and high (k| > 2.7/D frequency portions:

Gi($7y) EGl(LE,y)—FGh(ZE,y), ¢i(x,y)z¢1(x,y)+¢h(x,y), (5)
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Figure 2. Four 128 X128 frames corresponding to the standard A, B, C, D 4-bin fringe measurements. top left (frame A),
top right (frame B), bottom left (frame C), bottom right (frame D).

where k = (kg,k,) is the spatial frequency vector. The frequency separation boundary corresponds to the
filtering cutoff of the focal plane mask of the coronagraph. We also assume that the wavefront errors are much
smaller 1 after the AO correction. To the first order,

Ei(z,y) = Eo(1+ a(z,y) +en(z,y)) exp [ign(z,y) + idn(z,y)]
~ Eo(1+ea(z,y) +en(r,y) +idn(z,y)) exp [idi(z, y)] (6)

After going through the coronagraph, the E-field landing at the P1640 calibrator pupil camera may be modeled
as

B (17, y) ~ tsEOA(‘T'a y) (Gh(‘TH y) oy i¢h(x7 y)) exp [i¢1($, y)] (7)

where we have dropped the low order term in the E-field to model the effect of the effect of the focal plane mask,
ts is a multiplicative factor representing the throughput from the DM pupil to the calibrator pupil, and A(z,y)
is the transmission function applied at the pupil apodizer. See Fig. 1.

The reference arm E-field is close to a plane wave because it is low pass filtered by a pinhole of diameter
1.4\/D. The variation scale of the reference beam E-field is inversely proportional to the size of the pinhole,
which is the diameter of the pupil. Fig. 3 shows a typical map of the reference beam intensity Ief(z,y) measured
by closing the shutter to block the science beam. The reference beam intensity measurement gives the magnitude
of the reference E-field. It is convenient to introduce a low order differential phase term ¢.¢(x,y) to capture the
slowly varying phase in the reference E-field relative to an ideal science beam.

Ercf(x; y) = Ircf(xa y) €xp [i(brs(x; y)] . (8)

Note that ¢,s(x,y) captures misalignment between reference and science beams.
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Figure 3. Intensity of reference arm measured when closing the shutter of the science beam. The intensity varies smoothly.
The outliers features are due to bad pixels in the detector.

Inserting expressions (7) and (8) in to Eq. (3), we obtain the model relating phasor measurements and the
input E-field at the DM pupil as

(I)(xay) ~ tsEOA(‘T'a y) V Ircf(xay) exp [i(brs(x? y) b Z(bl(x?y)] (Gh(‘Tﬂy) + i(bh(x? y)) : (9)

Note that we have neglected low spatial frequency portion of the post-coronagraph E-field because by design it
is very much attenuated.

3. CALIBRATION AND ALGORITHM DESCRIPTIONS
3.1 calibration

In order to retrieve the wavefront aberrations ¢y (x,y) and e, (z, y0 at the DM pupil, it is necessary to calibrate
tsEgA(x,y), Let(x,y), and the low order phase ¢s(z,y) + d1(x, y) in view of Eq. (9). The reference arm intensity
L.et(x,y) can be readily measured by blocking the light from the science beam using the shutter. See Fig. 3.
tsEgA(x,y) can be measured by steering the beam away from the hole of the focal plane coronagraph mask to
take a full image of the pupil because the full pupil intensity Iran(x,y) is directly related to ¢tsEgA(x,y) via

Iran(z,y) = |tsEgA(z,y)| 2. (10)

Fig. 4 shows an example of the full pupil image where we can see the tapering effect of the pupil apodizer.

The low order phase ¢,(x,y) + é1(x,y) can be measured by introducing a sparse poking pattern on the DM,
i.e. a known high spatial frequency wave pattern, and measuring the phasor response. Mathematically, we have

A(I)(‘T'ay) ~ Z'\/Ircf([‘r'a y)Ifull(‘T'a y) exp [Z ((brs(x?y) + ¢1(x,y))] A¢DM(x7y) (11)

where A¢py is the sparse poking pattern and A®(z,y) is the the corresponding phasor change in response to
the DM poking. It is convenient to rewrite Eq. (11) to have a pure imaginary quantity:

A¢(x7y) €xXp [_Z ((brs(x?y) + (bl(x:y))] ~ Z'\/Ircf('Tﬂy)Ifull(‘T’:y)A(bDM(‘T’: y) . (12)
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Figure 4. Full pupil image taken by steering the beam away from the hole at the center of the focal plane mask.

This enables us to estimate the low order phase ¢.s(x,y) + ¢1(x,y). We parametrize the low order phase using
the first N = 10 Zernikes polynomials

N

brs(w,y) + A1(2,y) = Y CuZn(2,y), (13)

n=1
and solved C),’s to maximize the imaginary part
2

(14)

max

n

N

n=1

The left plot in Fig. 5 shows a sparse grid pattern that we used to poke the DM actuators. The DM poking
pattern is a regular grid with spacing of 4 DM actuators. We poke the DM in checkerboard fashion so that the
adjacent DM actuators are poked in opposite directions to have a zero mean. This avoids an overall phase shift in
the wavefront phase and thus has minimal effect on the reference beam. The imaginary part of the corresponding
phasor response A®(x,y) exp [—i (¢rs(x, y)+d1(z,y))] is shown at the right side after we appropriately fit a low
order phase.

Fig. 6 displays a phase map of the estimated low order phases. It is mainly a focus error with some tilt.

By relating the response pattern in the Calibrator pupil, with coordinate specified by the camera pixel row
and column indices, and DM actuator poking pattern, specified at a (66x66) actuator grid, we register the DM
actuators at the Calibrator pupil. This registration is described by an affine transformation,

()= s ) G+ () -

where (x,y) are indices in Calibrator pupil and (zpwm,ypm) labels actuator in DM pupil. The 2x2 matrix M
describes the optical imaging relation between the calibrator camera pupil and the DM pupil and (zg,yo) is the
coordinate of imaging point in Calibrator pupil of the origin of DM pupil. The transformation matrix M and
(z0,yo) can be solved by fitting the grid patterns in Calibrator pupil to the DM poking pattern. For example,
the transformation relating the patterns in the left and right plots in Fig. 5 is

[ 01452 1.2476 wo ) _ ( 18.2863
M= ( 1.2337  —0.1460 ) ’ ( Y0 ) - ( 28.6906 ) ' (16)
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Figure 5. Sparse pattern used to poke the DM (left) and the corresponding phasor response (right) for calibrating the low
order phase and the registration between DM actuators at the DM pupil and the camera pixels at Calibrator pupil.
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Figure 6. Estimated low order phase parametrized by the first 10 Zernikes polynomials.



The fact that M is dominated by the off diagonal terms means that the optical imaging between DM pupil and
Calibrator pupil has a rotation of about 90 degree.

3.2 Wavefront estimation

With calibration measurements, we are ready to use the fringe measurements to estimate wavefront at the DM
pupil. By design, the coronagraph focal plane mask attenuates the low order wavefront aberrations. Our first
order wavefront estimation algorithm ignores the low order wavefront aberrations and concentrate on the high
spatial frequency aberrations. Inverting (9), we get

Irchfull (x7 Yy

n=1

. P(z.) N
en(z,y) + idn(z,y) = —) exp < —i Z CnZn(z,y) ¢, (17)

where we have used the estimated low order phases parametrized in Zernikes polynomials.

3.3 Wavefront Correction

With the knowledge of wavefront aberrations at the DM, we are ready to improve it. Nominally the AO system
actively drives the wavefront at the AO wavefront sensor to a flat shape. In order to make any correction to
this, we offset the DM actuator commands by an additional amount to correct any non-common path wavefront
error as measured by the Calibrator. This correction is made iteratively. Let ¢pPM=°f¢t(3 4) be the n-th DM
offset command. We have

PN (@, y) = GRM O (3, y) — gdn (2, Y)n (18)

where q@h(x,y)n is estimated wavefront using Calibrator measurements for the n-th iteration and ¢ is a gain
parameter with value less than 1. This forms an integral control loop.

3.4 Half plane amplitude speckle cancellation

Wavefront aberrations may be amplitude errors, which we do not have actuators to directly control. A residual
amplitude error generates symmetric speckles in the image plane. It is possible to use a speckle canceling
technique to cancel one of the paired speckles from the amplitude error while simultaneous brightening up the
other speckle at the opposite side of the image plane. To illustrate this, let the amplitude error be a sine wave
with spatial frequency being (k9, k),

en(x,y) = €osin (kgx + kgy + (;50) , (19)

where ¢ is a constant phase. In the image plane, this amplitude error leads to two speckles at (kY, kg) and

(—KQ, —kg) symmetrically located about the center of the image plane as given by the Fourier transform of
en(z,y):

€ i —i
FT {en(w,y)} = 5 [0 (ke — k)0 (ky — ky) — 7200 (ke + k)0 (ky + )] (20)
To cancel the speckle at (K2, kg), we introduce a phase error of the same spatial frequency, but with a pi/2
phase shift,
on(x,y) = € sin (kgx + kgy + &g + 7r/2) = €y oS (kgx + kgy + qSO) , (21)

so that the total E-field may be expressed as
en(z,y) + idn(x,y) = ieg exp [—i(k)z + kyy + ¢o)] (22)

which is of a single frequency at (—&2, —kj). This means that we only have one speckle at (—kJ, —k)) which is
four times brighter as its amplitude is twice of that from a sine wave. In this way, we can cancel speckles at a
half plane to make one half of the image plane darker while the other half brighter.
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Figure 8. An estimated initial wavefront at the DM pupil before any attempt to correct it. Phase map is at the left and
amplitude is at the right.

4. RESULTS

In this section, we present some results from our recent experiments. The primary measurements of P1640
Calibrator are the ABCD fringe frames. The intensity variations between these four frames give the phasors as
defined in Eq. (3). Fig. 7 displays the real and imaginary parts of the measured phasors. The original phasors
usually carry an overall tilt, a linear phase trend across the pupil. Here we have detrended this linear phase
trend. Note that due to low order phase ¢rs(x,y) 4+ ¢1(z,y) in Eq. (9), we can not identify the real and imaginary
parts of the phasors as the map of amplitude and phase error maps.

Using Eq. (17), we can estimate the high order wavefront at the DM pupil. Fig. 8 shows maps of estimated
wavefront phase and amplitude before we use DM to do any correction. The initial phase error has 23nm RMS
with about 0.06—0.07 RMS relative amplitude errors. As described in subsection 3.3, we can iteratively feed
wavefront correction command back to the DM according to the estimated wavefront. The correction adds an
offset to the DM control loop to compensate the non-common path wavefront errors. Fig. 9 shows an improved
wavefront after more than 10 iterations with a gain of 0.5. The wavefront phase error RMS is reduced to
10nm while the amplitude does not have much change.* This shows that P1640 Calibrator properly senses the
wavefront; both the wavefront estimation algorithm and feedback loop are effective.

*Because P1640 Calibrator measures broadband fringes, as we drift away from the central fringe envelop, the visibility
drops. This may account for the smaller RMS values of the amplitude after the DM wavefront corrections.
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Figure 9. Phase (left) and amplitude (right) maps at the DM pupil after improvements.
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Figure 10. Synthesized images using E-field measured by the Calibrator, before correction using Calibrator measurements
(left), after phase conjugation using Calibrator data (center), and the half plane speckle nulling (right)

Fig. 10 shows the synthesized images using the E-field measured by the Calibrator and propagating it to the
image plane. These are the predictions of images from the Calibrator measurements with the left plot showing
the image for the initial wavefront shown in Fig. 8 and the center plot showing the image for the improved
wavefront as shown in Fig. 9. It is not hard to see the reduced speckles in the center plot compared with the left
one. Because P1640 calibrator measures both amplitude and phase errors, using the speckle nulling technique
described in subsection 3.4, we offset the DM and canceled the speckles due to the amplitude errors achieving
a half image plane dark region clearly shown in the right plot in Fig. 10. This also shows that after our phase
correction, the speckles are mainly due to the amplitude errors.

To show the reduced speckle intensity level, Fig. 11 displays the intensity radial distributions computed by
taking an azimuth average of the synthesized images shown in Fig. 10. The three curves represent respectively the
intensity level radial distributions for three cases of before the correction using P1640 Calibrator measurements
(red), after the correction using P1640 Calibrator measurements (black), and the dark side of the half plane
speckle canceling (blue). Fig. 12 shows the images taken by the science camera (IFS, integral field spectrograph)
before and after phase corrections using P1640 Calibrator measured wavefronts. Fig. 12 displays two images taken
by the IFS on sky during science observation of an A star. The left and right images are from the channel at
1.2pm wavelength corresponding to before and after the wavefront corrections using P1640 Calibrator wavefront
measurements. With the wavefront improvement using P1640 Calibrator, in the right plot, we can see a square
shape dark region for the first time. This dark region has angular size of 64\/D, corresponding to the the control
bandwidth [—32,32]A/D of the P3K AO system.
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Figure 12. On sky images taken by the IFS while observing an A star. Left image is before the wavefront correction the
right image is after the correction.



5. CONCLUSIONS, DISCUSSIONS, AND FUTURE WORKS

We have demonstrated that the P1640 Calibrator measures high spatial frequency wavefront properly. The
efficacy is demonstrated by observing the improvements in the wavefronts after feeding the derived wavefront
correction back to the DM. We are also able to achieve a half plane dark region by adopting a speckle can-
celing technique to remove the speckles due to amplitude errors. The IFS images ultimately show the quality
improvements in the high contrast images after applying the P1640 Calibrator corrections.

Even though the coronagraph is designed for passing E-field of high spatial frequency, the cutoff is not a
step function. Low spatial frequency aberrations can still leak through the system and cause extra light to be at
the image plane. This means that P1640 Calibrator can measure low order wavefront with some degradation in
sensitivity. Working out the algorithm is one subject of our future works.

Using a speckle canceling technique, we were able to achieve a half image plane dark region clearly shown in
the synthesized image. Due to the Lyot pupil mask, the actual IF'S, however, does not have a well defined dark
region. The differences in the speckle patterns between the synthesized images and the IFS images come from
the extra optics between the beam splitter and the science instrument, including the Lyot coronagraph pupil
mask which contains a spider structure. Bridging the gap between synthesized images and the IFS images forms
another topic of our future works.

Finally, our performance is not completely limited by noise yet. We are working toward a higher contrast
ratio by reducing systematic errors.
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